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Abstract A micro particle shadow velocimetry (lPSV)
system based on back-lit illumination and forward scatter
observation of light from non-fluorescent particles has been
developed. Relatively high luminous efficiencies and par-
ticle image contrasts were achieved by using the condenser
stage of a standard transmitted light microscope and a
continuous incoherent collimated light emitting diode
(LED). This paper includes a critical review of the oper-
ating principles, benefits and practical problems associated
with the predominant epifluorescent micro particle image
velocimetry (lPIV) technique, and the less common light
scattering lPIV methods of which lPSV is a development.
This lPSV system was then successfully used to measure
axial velocity profiles in a 280-lm-diameter circular
channel up to a Reynolds number of 50 which corresponds
to peak velocities of around 0.4 m/s. These velocity profiles
were then integrated to provide instantaneous flow rates on
the order of 100 ll/min to an accuracy of ±5 % relative to
average flow rates determined using a digital balance. Due
to the incoherent nature of the LED light source, the back-
lit forward scatter observation mode and the applied
refractive index matching system, the location of the test
section walls and thus the local velocity fields were also
accurately obtained. As a result of this, lPSV provides a
low cost and safe way to investigate microfluidics,
especially in lab-on-a-chip applications where the neces-
sary optical access through transparent test sections is often
available.
1 Introduction
The increasing demand for microfluidic systems, such as
micro heat exchangers, microreactors and biomedical lab-
on-a-chip devices, has made the fundamental understand-
ing of fluid dynamics at such small length scales an inev-
itable challenge in many fields of science. Moreover,
providing a deeper understanding of the physical phe-
nomena involved, this information can be used to develop
accurate prediction models and design guidelines for the
production and commercialisation of more performant
devices. This requires not only the measurement of time-
averaged global quantities such as mass flow rates, pressure
drops and temperatures, but also time-resolved details of
local velocity fields at critical locations within the device.
However, this is difficult to achieve due to the relatively
high sensitivity of the sensors required to measure the
small physical quantities encountered in microfluidics. In
addition, the limited space available for installing instru-
mentation on microdevices, without causing significant
perturbations to the flows under investigation, poses a
significant practical problem. There is also a special need
within the fields of biomedical and lab-on-a-chip micro-
fluidics that diagnostic techniques can be safely and
cheaply applied by researchers from a broad range of
backgrounds and expertise levels.
As a result of the above requirements, there has been
considerable research activity over the last decade to
develop non-intrusive optical techniques with the high
spatio-temporal resolutions required for microfluidic
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applications. In particular, the application of particle
image velocimetry (PIV) to microlength scales, in order
to infer the fluid velocity fields from image sequences
showing the motion of suspended tracer particles (Raffel
et al. 2007), has been a very active field with the devel-
opment of micro particle image velocimetry (lPIV) using
epifluorescent microscopy by Santiago et al. (1998) being
a key milestone. This now established and predominant
technique requires the flow to be seeded with fluorescent
particles whose physical properties are chosen so that they
faithfully follow and respond to the local velocity fields.
The region of interest (ROI) in the flow is then volu-
metrically illuminated by light at the characteristic exci-
tation wavelength kX of the particles, thus causing them
to fluoresce and emit light at a specific higher wavelength
kM. On fluorescence, the particles act as point sources
radiating light spherically. The combined light from
the ROI is then low-pass filtered, thus allowing only the
emission component to reach and be recorded by the
camera imaging array, see Fig. 1a. This filtering enhances
the contrast between the particle images and their back-
ground. The fundamental aspect of this technique is that
the image of the particles on the plane of interest in the
illuminated volume, across which the velocity field is
desired, is isolated by using the very narrow depth of field
of a high numerical aperture microscope lens, see Mein-
hart et al. (2000a). The resulting particle images comprise
bright particles against a dark background whose contrast
is produced purely by their fluorescence.
However, epifluorescent lPIV suffers from very low
luminous efficiencies. Namely, with typical particle seed-
ing densities and diameters, about 99.9 % of the incident
illumination on the test section is transmitted through the
volume without interacting with the particles or contrib-
uting to the particle image contrast; see Bohren and
Hoffman (1983). Subsequently, since the quantum yield of
the fluorescent particles is around 10 % (Ando and Kaw-
aguchi 2005), only a fraction of the incident photons are
remitted. Further significant losses also arise from a num-
ber of sources, these include (1) transmission and reflec-
tivity losses at each component along the illumination and
imaging optical trains of the microscope, particularly at the
filters, beam splitters and dichroic mirrors; and (2) losses
due to the spectral sensitivity of the camera imaging array.
Therefore, the intensity of the images of static particles in
the fluid recorded by the camera is on the order of 106
times smaller than the total illumination intensity of the
light source (Nikon 2012). This contrast is further reduced
due to the multiple scattering of the emitted light from
neighbouring particles in the ROI, and possible fluores-
cence of materials used to fabricate the test section.
Most significantly for PIV applications, the intensity of
the particle images, and thus the image contrast, decreases
if the particles are in motion at the same illumination
intensity. This is caused by the requirement to freeze the
particle images in each recorded frame by decreasing the
image exposure time or illumination pulse width, thus
preventing them from streaking. As a result of this, in order
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Fig. 1 Schematic of different optical arrangements used for micro
particle image velocimetry: a laser front-lit epifluorescent lPIV,
b halogen back-lit forward scatter with condenser (Koutsiaris et al.
1999), c LED back-lit forward scatter (Bitsch et al. 2005), d LED
front-lit forward scatter with mirror (Hagsa¨ter et al. 2008) and e the
present LED back-lit forward scatter lPSV with condenser
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to obtain particle images with sufficient contrast and thus
signal-to-noise ratio (SNR) for PIV processing, the
required illumination intensity increases with increasing
flow velocities. Therefore, due to its poor light efficiency
and the need to prevent streaking of the recorded particle
images, the use of coherent high-powered pulsed lasers and
high sensitivity cameras, often with image intensifiers or
cooled imaging arrays, has become commonplace for epi-
fluorescent lPIV applications. Furthermore, in order to
study faster microflows, there has been a trend towards the
use of more powerful lasers with shorter pulse widths and
separations, as highlighted by review articles such as
Lindken et al. (2009), Williams et al. (2010) and Wereley
and Meinhart (2010), which can lead to physical ‘shot’
damage of the test section or optics.
Since the coherent high-power laser light source is
typically not only the most expensive component of an
epifluorescent lPIV system but also poses a number of
important health and safety issues, there is a clear moti-
vation to use less powerful, longer life, and thus cheaper
solutions such as super bright incoherent light emitting
diodes (LEDs) with finite continuous spectral bandwidths.
Therefore, due to the lower light intensities provided by
LEDs, the optimal use of the available light is paramount
for the design of any efficient and economical micro par-
ticle imaging system, be they epifluorescent or scattered
light in nature. Ideally, this should be achieved by maxi-
mising the particle image contrast to span the entire
dynamic range of the camera whilst using the minimum
incident illumination intensity. Practically, this involves
optimising four criteria as discussed below.
Firstly, the microimaging system should be designed to
minimise light losses along both its illumination and
imaging optical trains, for example, by matching the
numerical apertures of its components, avoiding the use of
fibre optics and minimising transmission lengths. Practi-
cally, this optimisation should be achieved by using a
minimally modified standard microscope system to reduce
costs. As a result of this optimisation, not only can cheaper
light sources such as LED be used but problems with
dissipating the heat and vibrations generated by larger
devices can be avoided. On a related note, the wavelength
of the illumination source should also match the maximum
spectral sensitivity of the camera imaging array. This is
easier to achieve by replacing cheap LEDs rather than
purchasing tunable coherent lasers.
Secondly, the contrast between the particle images and
their background, for a given illumination intensity, should
be maximised. This optimisation has a number of benefits,
including (1) using the complete dynamic range of the
camera imaging array, and thus increasing the SNR and
accuracy of the subsequent velocity interrogations by
techniques such as digital particle image velocimetry
(DPIV) (Willert and Gharib 1991); (2) allowing the use of
shorter exposure times or illumination pulses, thus per-
mitting faster flow velocities to be measured; and (3)
requiring less sensitive and thus cheaper cameras, and
eliminating the need for expensive image intensifiers.
Thirdly, the illumination intensity incident on the test
section should be the minimum necessary to obtain satis-
factory particle image contrasts for PIV post-processing.
This optimisation minimises thermal effects which can
cause severe problems in the testing of microfluidic devi-
ces; these include (1) the magnitude of parasitic flows
induced by particle motions driven by photophoresis and
buoyancy forces; (2) the possibility of localised heating
causing thermo-convective instabilities, bubble nucleation
or dryout; (3) damage to the test section, especially when
pressurised, due to differential thermal expansion of its
components and fatigue due to cyclic heating; (4) damage
to sensitive samples especially in biomedical applications;
and (5) local changes in the physical properties of the
working fluid. Minimising the incident illumination inten-
sity also reduces the photo bleaching of biological samples
in the test section.
Finally, when liquid flows are observed through trans-
parent structures, a difference between the refractive indi-
ces of the working fluid and the test section materials can
lead to optical distortion of the ROI due to refraction of the
light. As well as leading to the wrong spatial assignment of
erroneous velocity vectors, this also increases light losses
at such interfaces. Furthermore, total internal reflection of
light at curved interfaces masks their true location. These
undesirable effects can be minimised by suitable refractive
index matching strategies (Budwig 1994), and should be
applied to all particle imaging systems when possible,
including epifluorescent lPIV.
In order to obtain optimal particle images for veloci-
metry using non-fluorescent particles, one must consider
how light interacts with the tracer particles: when a beam
of monochromatic light is incident on a single spherical
particle, whose diameter is on the order of the wavelength
of light and is suspended in an infinite transparent medium,
it becomes scattered. This scattering is due to a number of
different mechanisms including reflection, refraction,
interference, diffraction and absorption of the light by the
particle. Furthermore, it depends on several factors
including the ratio of the refractive indices of the particle
np to the surrounding medium no, the particle diameter /p,
and the intensity I0 and wavelength k of the incident light.
The exact nature of this scattering is predicted by the Mie
solution of Maxwell’s equations; see Bohren and Hoffman
(1983), Ovryn and Izen (2000) and Ovryn (2000) for
details. However, for the case relevant to the present study,
namely the scattering of monochromatic light with a
wavelength k = 530 nm from a non-absorbing /p = 1 lm
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diameter spherical particle of refractive index np = 1.59
surrounded by a medium with refractive index no = 1.33,
the angular intensity dependence S(a) of the Mie scattering
is approximately shown in Fig. 2. As can be seen from this
polar plot, which has a logarithmic radial intensity scale,
light is scattered into lobes which are axisymmetric about
the illumination direction. Therefore, the total scattered
light Sh collected by the acceptance cone of a microscope
objective, focused on the particle centre, strongly depends
on the observation angle h relative to the illumination
direction; where the half angle hL of this cone is given by
the numerical aperture NA ¼ nair sin hL of the microscope
objective. By numerically integrating the Mie scattering
lobes over an acceptance cone, the collected light intensity
for different observation angles Sh and lens numerical
apertures can be estimated, thus allowing the correspond-
ing particle image contrast Ch ¼ jSh  Bhj to be deter-
mined; where Bh is the background intensity for an
observation angle of h relative to the illumination direction.
In the present case, with hL & 36, this calculation indi-
cates that the particle image contrast obtained with the
front scatter h = 0 mode is around 50 times greater than
that from the back scatter h = 180 mode at the same
incident illumination intensity; where the back ground
intensities were assumed to be B0 = I0 and B180 = 0,
respectively. Similarly, the contrast provided by the side
scatter h = 90 mode, which is the dominant mode in
macroscale PIV using laser light sheet illumination, is
around 10 times greater than that from the back scatter
h = 180 mode, assuming the background intensity
B90 = 0. Therefore, the front scatter mode provides dark
particle ‘shadows’ on a bright background, whilst the back
and side scatter modes provide bright particles on a dark
background. Using similar arguments for a fluorescing
particle with a quantum yield of 10 % which emits its
energy spherically upon excitation by a monochromatic
light beam of suitable wavelength, it can be shown that the
particle image contrast obtained by recording its emission
component is about 10 % that achieved with the front
scatter observation of a non-fluorescing particle at the same
illumination intensity. In reality, the collected light and
thus particle image contrasts for all observation modes are
affected by massive multiple scattering of light from
neighbouring particles in the suspension, reflections from
surfaces, finite apertures and observation distances, off axis
observation of the particles, absorption of light by the
particles, and the finite spectral bandwidth of the light
source.
Observing that the front scatter mode provides greater
particle image contrast than the side scatter mode for the
same illumination intensity using non-fluorescent particles,
a relatively small number of previous researchers devel-
oped macro-PIV systems using standard camera lenses to
observe ROI greater than a few millimetres in size; where
back-lit volumetric illumination was provided by relatively
cheaper super bright LEDs operating in continuous or
pulsed modes. Such systems include the particle shadow
velocimetry (PSV) system developed by Estevadeordal and
Goss (2005, 2006), the miniature particle image veloci-
metry (MPIV) system of Che´telat and Kim (2002), the two-
phase system of Bro¨der and Sommerfeld (2007) and the
high-powered pulsed technique of Willert et al. (2010).
Similarly, since the forward scatter mode using non-
fluorescent particles provides greater particle image contrast
than obtained from fluorescing particles for the same inci-
dent illumination intensity, a few researchers have explored
the application of the front scatter mode to microfluidic
applications by using high numerical aperture microscope
objectives. Such systems, sometimes referred to as bright
field or transmission mode lPIV, include those developed
by Koutsiaris et al. (1999), Bitsch et al. (2005) and Hagsa¨ter
et al. (2008). The system developed by Koutsiaris et al.
(1999) is shown in Fig. 1b. In this system, based on a
transmitted light microscope, a 20-W halogen lamp was used
to provide back illumination to a transparent refractive index
matched test section using a condenser lens. Due to the broad
spectrum nature of this ‘hot’ light source, two filters were
used along its illumination optical train: one to remove its
infra-red component thus reducing undesirable heating
effects on the observed flow, and a second green filter to
reduce chromatic aberrations thus enhancing particle sha-
dow contrasts. Therefore, although the condenser lens effi-
ciently focused the remaining light onto the ROI, a large
proportion of the light provided by the halogen light source
was lost due to the filters, thus limiting the system to the study
of low-speed flows up to 4 mm/s. Another limitation of this
set-up is that the halogen lamp cannot be pulsed for higher-
speed flow applications. The optical system used by Bitsch
et al. (2005), as shown in Fig. 1c, comprised a single non-
collimated diverging continuous 1-W LED placed under a
S( )
0°I0
L
L
Fig. 2 Polar intensity dependence S(a) of the Mie scattering of light
I0 by a spherical particle, where h is the observation angle relative to
the illumination direction, and hL is the half angle of the acceptance
cone of the microscope objective lens
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transparent test section to provide back illumination through
a frosted diffuser screen. As a result of this configuration, the
system suffers from low incident illumination intensities,
large light losses and alignment problems. This was later
improved upon by Hagsa¨ter et al. (2008), who used the
50–50 beam splitter of a standard reflected light microscope
to provide in-line top illumination of the test section through
a microscope objective, see Fig. 1d. Illumination was pro-
vided by a pulsed high-power LED driven by a 26.4-W
power supply. In their most optimal configuration, the
transmitted light was then reflected back through the trans-
parent test section from a mirror before being collected by
the microscope objective. Although this novel optical set-up
overcame problems related to the low power densities of
LED by using the objective to focus their light onto the ROI,
the use of the beam splitter caused a 50 % loss of the illu-
mination light source intensity and a 50 % decrease in the
collected particle image contrast. Further luminous ineffi-
ciencies also arose due to the divergence of the illumination
light cone on reflection from the mirror and the reduction in
the particle image contrast due to the mixed back-front
scattering observation mode.
Regarding the simultaneous location of surfaces whilst
using particle imaging techniques, one advantage of epi-
fluorescent lPIV is that by cutting off the excitation
wavelength with a low-pass filter, problems with specular
reflections, glare and interference pattern artifacts obtained
when coherent laser light is incident on surfaces or inter-
faces are greatly reduced. As a result of this, flows near
surfaces can be reliably resolved. However, problems may
still arise due to reflections of the scattered fluorescing light
component especially for high seeding concentrations and
high illumination intensities. Furthermore, if a particular
application requires the motions and/or shapes of sub-
merged structures such as swimming microorganisms to be
resolved simultaneously with the flowfield, then such
structures must also fluoresce accordingly. This ‘doping’
may not only be toxic to the biomaterial but also interfere
with any occurring chemical reactions. On the other hand,
the use of scattered incoherent LED light for particle
imaging not only eliminates problems arising when
coherent light is incident on surfaces or interfaces, but it
also allows the motion and shape of submerged structures
in the observed flowfield to be easily determined without
doping. In fact, such back-lit ‘shadowgraphy’ techniques
have been previously used to accurately determine the
location of solid surfaces and phase boundaries in PIV
studies; for example, see Lindken and Merzkirch (2002),
Nogueira et al. (2003) and Bro¨der and Sommerfeld (2007).
Therefore, noting the above observations, a new micro
particle shadow velocimetry lPSV system was developed
in the present study by combining the most efficient ele-
ments of each previous set-up. Namely, this system is
based on the in-line back illumination and forward scatter
observation of light from non-fluorescent tracer particles in
the ROI, thus providing the greatest particle image contrast
for a given incident illumination intensity and particle
choice. Relatively high luminous efficiencies were
achieved by using a continuous incoherent collimated LED
light source placed under the condenser stage of a standard
transmitted light microscope; see Fig. 1e. Not only did this
condenser focus the LED light uniformly onto the ROI, but
it also matched the illumination cone angle with the
numerical aperture of the microscope objective, thus min-
imising light losses and enhancing the particle image
contrasts. Furthermore, refractive index matching was
implemented in order to minimise optical distortions of the
recorded ROI, to eliminate total internal reflection at the
curved channel walls thus allowing their accurate location,
and to minimise light losses due to reflectivity and scatter
at the interfaces.
The following sections provide a description of the
practical implementation of this lPSV system, including
factors governing the quality of the particle shadow ima-
ges. The developed system was then successfully used to
measure axial velocity profiles in a 280-lm-diameter cir-
cular channel up to a Reynolds number of 50 which cor-
responds to peak velocities of 0.4 m/s. These velocity
profiles were then integrated to provide instantaneous flow
rates on the order of 100 ll/min to an accuracy of ±5 %
relative to average flow rates determined using a digital
balance.
2 Experimental facility and measurement technique
A transparent test section was used to allow back-lit LED
illumination of the ROI, namely the centre plane of a cir-
cular microchannel. This test section, shown in Fig. 3a, b,
comprised a straight horizontal fluorinated ethylene pro-
pylene (FEP) circular tube with a measured internal
diameter di of 280 lm and an outer diameter do of
1,600 lm. The FEP tube test section was 10 cm long, thus
ensuring that the flow at its observed midspan was fully
developed and independent of entrance and exit effects.
This FEP tube was submerged inside a water bath held
within a transparent plexiglass container. If necessary, the
temperature of the water pool can also be regulated in
biomedical microfluidic studies to protect the samples.
Demineralised water was then pumped through the test
section by a Mitos P-pump which provided a steady non-
oscillating flow, as shown schematically in Fig. 3c. Since
the refractive indices of the working fluid, tube material
and surrounding water pool were all approximately 1.33,
and the test section was observed through the horizontal
flat surface of the water pool, optical distortions of the ROI
Exp Fluids (2013) 54:1474 Page 5 of 13
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due to refraction at the outer and inner curved surfaces of
the tube were minimised (Budwig 1994). As a result of
this, no numerical warping of the obtained images was
necessary to compensate for optical distortions. Further-
more, since the refractive index matching also prevented
total internal reflection, the flowfield close to the channel
walls could also be resolved.
The reference average volumetric flow rate through the
test section during each experimental run was determined to
1 % accuracy by using a digital balance to measure the total
mass flow at the exit of the system over a time period of 3
minutes, where the temperature of the collected water was
used to determine its density. Two different Mitos flow rate
sensors were also used to provide a real-time indication of the
flow rate when setting the driving pressure of the pump prior
to each experimental run; these had flow rate ranges of
1–5 ll/min and 0.2–5 ml/min, respectively, and were cali-
brated in situ using the digital balance. They had an adver-
tised accuracy of 5 % of their maximum flow rates. The
average of the working fluid temperatures measured before
and after the water pool was used to determine its physical
properties at the ROI. This temperature ranged from 24 to 27
C depending on operating conditions.
In order to carry out micro particle shadow velocimetry
(lPSV), the transparent test section was mounted above the
Nikon LWD 0.65 condenser of a Nikon Eclipse E600-FN
transmitted light microscope. Continuous in-line volumet-
ric back illumination of the ROI was then provided by
mounting a green Thorlabs M530L2 LED unit below the
microscope condenser, see Fig. 3c, d. This LED, driven by
a Thorlabs LEDD1B 10 V 1,200 mA power supply, pro-
vided a maximum beam power of 475 mW at a nominal
wavelength of 530 nm. In order to reduce radiant heating
of the test section and the tracer particles, the LED was
only illuminated when lPSV measurements were being
taken, and care was taken to only use the minimum LED
power necessary to obtain satisfactory lPSV images at
each flow rate. Furthermore, since the test section was not
in contact with the LED, it was unaffected by heat dissi-
pated by its electronics.
The particle shadow images were recorded using a high-
speed Photron FASTCAM SA3 greyscale camera. This
camera possessed a 1,024 9 1,024 pixel detector array,
with each pixel being 17 lm 9 17 lm in size. Image
sampling rates up to 10 kHz and exposures up to 5 ls were
used in this study. The efficiency and uniformity of the
illumination system were increased by using the micro-
scope condenser to focus the light onto the ROI, and to
match the divergence angle of the illumination cone with
the numerical aperture of the microscope objective.
LED
condenser
objectivetest section
(d)(c)
high speed camera
pressure pump
Temp. 1 Temp. 2
Temp. 3
balance
flow meter
LED
microscope objective
condenser
water pool FEP tube
Plexiglass box
(b)(a)
Fig. 3 Experimental set-up:
a schematic and b photograph
of the refractive index matched
FEP tube test section and water
pool, c schematic of the facility
and d photograph of the
microscope assembly
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Furthermore, a frosted polymeric diffuser was placed
directly above the LED element to further enhance illu-
mination uniformity.
2.1 Factors affecting the particle shadow intensity
profiles and visibility
In order to determine the velocity profile across the entire
280 lm channel width, the illuminated ROI was observed
through a long working distance Nikon Plan Fluor
409 infinity corrected dry objective with a numerical
aperture of NA = 0.6 and thus hL & 36. The advertised
optical depth-of-field (DOF) of this objective was
approximately 2.5 lm (Nikon 2012), whilst that deter-
mined according to Inoue´ and Spring (1997) was approx-
imately 3 lm. As well as recording the entire channel
width on each video frame, by using a known calibration
target, this objective was found to provide a field-of-view
(FOV) of 665 lm 9 665 lm on the camera array, and thus
a spatial resolution of 0.65 lm/pixel.
To provide tracer particles for the velocimetry, the
working fluid was seeded with polystyrene microspheres
manufactured by Polysciences Inc. These colourless par-
ticles had a density of 1 g/cm3 and a refractive index of
1.59. The quality of the recorded particle shadows depends
sensitively on the system magnification, camera imagining
array pixel size and particle diameter. Therefore, since the
optical set-up and camera were fixed for this particular
application, two tests were carried out to determine the
optimal particle diameter:
Firstly, particle shadow intensity profiles for 1-, 2- and
3-lm-diameter particles were obtained by recording the
images of particles resting on a microscope slide sub-
merged in water, see Fig. 4. Care was taken to ensure that
the particles did not agglomerate in these images and that
the illumination power was constant. The microscope was
focused on the particles, such that the normal distance
z between their location and the focal plane of the micro-
scope objective was zero. As can be seen from Fig. 4,
although the particle shadow contrasts remain almost
constant, their image diameter increases as the particle
diameter increases. Furthermore, for 1- and 2-lm-diameter
particles, the intensity profiles display a single minimum,
whilst ring-like profiles with two minima were observed for
3-lm-diameter particles.
Secondly, in order to estimate the contribution of par-
ticles not on the focal plane of the microscope objective
inside an illuminated volume, the effect of defocusing on
the recorded particle shadows was studied by varying
z. The obtained images, shown in Fig. 5, indicate that de-
focusing produces ring-like artifacts which grow in size
and amplitude as the particle diameters increase. Similarly,
the visibility and thus background noise amplitude gener-
ated by particles not on the object plane (Olsen and Adrian
2000) was determined by measuring the peak particle
shadow contrasts as a function of defocusing distance z for
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Fig. 4 Particle shadow intensity profiles for a 1-, b 2- and c 3-lm polystyrene particles resting on a microscope slide submerged in water at the
same illumination power taken with the 409 objective. The microscope is focused on the particles at z = 0
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1-, 2- and 3-lm-diameter particles. The results are shown
in Fig. 6, where the dashed lines indicate the mean back-
ground image contrast in the absence of particles. As can
be seen, relative to this conservative threshold contrast
level, the visibility depth increases from 15 to 27 lm as the
particle diameter increases from 1 to 3 lm.
The subsequent effect of these visibility depths on
the accuracy of the evaluated velocity fields depends on
the velocimetry technique used. However, decreasing the
visibility depth typically increases the SNR of the
recorded image sequences. This then leads to better
velocity results especially in regions of high shear nor-
mal to the object plane. For example, for epifluores-
cent lPIV using cross-correlation velocity interrogation,
the depth-of-correlation increases from around 7.5 to
21 lm as the particle diameter increases from 1 to 3 lm
for the same microscope objective used in the present
study (Olsen and Adrian 2000). These values are com-
parable to the visibility depths measured for the pres-
ent lPSV system.
In addition to decreasing the response time of tracer
particles to fluctuations in the velocity field, the above
results indicate that the particle diameter should be mini-
mised to obtain suitably shallow visibility depths, and
prevent the formation of rings for in focus particles.
However, in order to increase the sub-pixel accuracy of
locating the particles for particle tracking velocimetry
(PTV) or the cross-correlation peaks in DPIV, particle
shadow diameters of approximately 3 pixels are desired
(Raffel et al. 2007). Considering this, 1-lm-diameter par-
ticles were chosen for the present optical set-up and
application, with the resulting 15-lm visibility depth
effectively isolating the centre plane of the 280 lm channel
with no image post-processing applied.
z = 0
z = -3 µm
z = -6 µm
z = -9 µm
z = -12 µm 
z = +9 µm
z = +6 µm
z = +3 µm
z = +12 µm
p = 1 µm p = 2 µm p = 3 µm 
Fig. 5 Particle shadow intensity profiles for 1-, 2- and 3-lm
polystyrene particles, resting on a microscope slide submerged in
water, as a function of the distance z between the focal plane of the
objective and the particle centres. The images were taken at the same
illumination power with the 409 objective
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2.2 Velocimetry
The free PIV software package JPIV (JPIV 2012) was used
to process the obtained lPSV images. Since the laminar
fully developed axisymmetric Poiseuille flow expected in
the present study has velocity gradients only in the radial
direction, rectangular interrogation windows of size
32 9 64 pixels were used for the cross-correlation velocity
interrogations. By aligning the longer side of these win-
dows with the flow direction, smearing of the axial velocity
profile was reduced and the flow close to the channel walls
was better resolved.
The recorded particle shadow images were interrogated
via the cross-correlation technique to infer the fluid
velocity field. In order to increase the SNR of the cross-
correlations, the particle shadow images were thresholded
beforehand to remove background features caused by
illumination gradients and out-of-focus particles, see San-
tiago et al. (1998). The mean image of the recorded
sequence was used to determine the threshold value for
each case. As a result of this, out-of-focus particles had a
reduced impact on the SNR of the cross-correlation func-
tion, especially in regions of high velocity gradients normal
to the ROI. Fig. 7 shows a typical raw lPSV image, as
well as its background and background removed results.
The magnitude of peak locking effects (Cholemari
2007), obtained by applying the above velocity interroga-
tion technique to the recorded particle shadow sequences,
was also investigated by determining the probability den-
sity function (PDF) of the fractional part of the particle
displacements in pixels for a flow at Re = 17.7. The
flowfield was obtained by cross-correlating only two
frames. The almost uniform distribution shown in Fig. 8
indicates the absence of peak locking effects, thus indi-
cating the high quality of the obtained images.
Although the particle seeding density was chosen to
provide at least 10 particle images per IW, as shown in
Fig. 7, due to the volumetric illumination used in micro-
particle imaging techniques, not all of these particles are in
focus and thus able to contribute significantly to enhancing
the signal-to-noise ratio of the cross-correlation function. It
should be noted that the probability of finding a particle on
the focal plane of the objective can be increased by
increasing the particle seeding density. However, this
would also result in an increase in the background noise
level caused by out-of-focus particles, and an increase in
the attenuation of the illuminating light as it passes through
the test section. Therefore, since the flowfields of interest in
the present study were found to be laminar and steady, the
accuracy of the interrogated velocity vectors was increased
by applying the cross-correlation averaging technique
proposed by Meinhart et al. (2000b).
In order to identify the optimal number of cross-cor-
relation functions to average, the volumetric flow rate
was determined as a function of the number of image
pairs used to calculate the average cross-correlation
function. For each case, this was determined by inte-
grating the velocity over the cross-sectional area of the
tube whilst assuming the flow to be axisymmetric. It
should be noted that the individual cross-correlation
functions were not normalised before summation, thus
minimising possible detrimental effects (Cierpka and
Ka¨hler 2012). Furthermore, due to the high frame rates
used in this study, the averaged cross-correlations were
not truly independent since some particles remained
within a given interrogation window between successive
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Fig. 6 Particle shadow contrasts for a 1-, b 2- and c 3-lm
polystyrene particles, resting on a microscope slide submerged in
water, as a function of the distance z between the focal plane of the
objective and the particle centres. The images were taken at the same
illumination power with the 409 objective. The dashed lines indicate
the mean background image contrast in the absence of particles
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samples; this number decreases with increasing flow
velocities for a given frame rate. As expected, Fig. 9
indicates that the calculated volumetric flow rate
approaches an asymptotic value as the number of cross-
correlations averaged increases. This convergence, albeit
from a flow rate only 3 % different from the asymptotic
value determined from averaging 1,000 cross-correla-
tions, is due to the increase in the signal-to-noise ratio of
the interrogated cross-correlation functions because of
the averaging. Therefore, as a comprise between the total
sampling time and the obtained accuracy, 200 cross-
correlations were averaged for all of the presented results
since this value provides flow rates within 1 % of the
asymptotic value. This value corresponds to a sampling
time of 0.05 s at the imposed frame rate of 4,000 Hz,
and thus effectively provides an instantaneous flow rate.
3 Results and discussion
3.1 Comparison between the performance of lPSV
and epifluorescent lPIV systems
The performance of the developed lPSV system, with and
without its condenser stage, was compared directly with
that provided by a back-lit epifluorescent lPIV system
using the same continuous 530-nm LED light source,
409 objective, camera and exposure time for particle
diameters of 1 lm; see Fig. 10 for details. Fluorescent
1-lm-diameter polymer microspheres from Duke Scientific
with kX = 540 nm and kM = 620 nm, and a 600- to
650-nm band-pass emission filter were used for the epi-
fluorescent lPIV case. The particle images and intensity
histograms of particles resting on a microscope slide
(c)(b)(a)
IW: 32 x 64 IW: 32 x 64 
Fig. 7 a A typical 75 lm 9 75 lm FOV lPSV image of 1-lm
polystyrene particles suspended in water taken with the 409 objec-
tive, with its b mean background, and c background subtracted
results. A 32 9 64 pixels interrogation window has been superim-
posed on the images for reference
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Fig. 8 Probability density function of the fractional part of the
particle displacements in pixels at Re = 17.7 evaluated by applying
the cross-correlation scheme to two sequential frames. The almost
uniform distribution indicates the absence of peak locking effects
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Fig. 9 The volumetric flow rate calculated by integrating the velocity
profile over the cross-sectional area, at Re = 17.7 in a 280-lm-
diameter tube, as a function of the number of cross-correlations
averaged. The dashed lines indicate the ±1 % error boundaries
relative to the asymptotic value depicted by the solid line
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submerged in water are shown in Fig. 11. As can be seen
from Fig. 11a, epifluorescent lPIV was unable to produce
particle images even at the maximum power of the LED.
This compares with the lPSV system which was able to
produce particle shadows with high levels of contrast at
100 % of the available illumination intensity even without
its condenser stage; see Fig. 11b. Furthermore, by includ-
ing the condenser and thus decreasing light losses, the same
particle shadow contrasts could be achieved with only
10 % of the available illumination intensity; see Fig. 11c.
These result not only highlight the relatively high luminous
efficiencies and contrasts obtained with the new lPSV
system, but also the crucial role the condenser plays in the
performance of the lPSV system.
These tests also indicated that the lPSV system was
comparatively easy to optimise in practice: for a given flow
application, one needs to determine the camera exposure
time or illumination pulse width required to freeze the
particle images. Then, the intensity of the illumination is
increased until the background illumination level recorded
by the camera with these settings is approximately 90 % of
its dynamic range, thus preventing saturation of the
recorded particle images.
3.2 Velocity profiles
The developed lPSV system was then used to measure the
velocity field across the centre plane of the 280-lm-
diameter circular microchannel. The obtained axial
velocity profiles ux(r
*) are shown in Fig. 12 for different
Reynolds numbers Re ¼ udi=m where r* = 2r/di, r is the
radial location, u is the mean flow velocity across the tube
cross-sectional area as determined from the reference
average flow rate provided by the digital balance, and m is
the bulk kinematic viscosity. The good agreement with the
expected theoretical parabolic Poiseuille velocity profiles,
defined using u, indicates the high accuracy provided
by lPSV over a large range of flow velocities. In fact, the
present system was able to accurately resolve velocities of
up to 0.4 m/s across the ROI. The general underestimation
of the velocity magnitude near the channel centreline,
relative to the Poiseuille solution, can be attributed to the
finite DOC and visibility depths associated with the use of
volumetric illumination for micro particle imaging. As a
result of this, out-of-focus particles have been found to
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Fig. 10 Schematics showing the tested a LED back-lit epifluores-
cent lPIV and b lPSV systems
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Fig. 11 Sample particle images and intensity histograms of 1-lm-
diameter tracer particles, resting on a microscope slide submerged in
water, obtained from the a LED back-lit epifluorescent lPIV set-up
using 100 % of the available illumination power, the b lPSV system
without its condenser using 100 % of the available illumination
power, and the b lPSV system with its condenser using\10 % of the
available illumination power. The same LED light source, 409 objec-
tive, camera and exposure time were used for all of the cases
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cause an underestimation of the true particle displacements
on the focal plane, especially in regions where high
velocity gradients exist normal to the focal plane, see
Kloosterman et al. (2011).
The results also indicate that the absence of specular
reflections, due to the incoherent nature of the LED light,
also allowed velocities close to the wall to be accurately
resolved. Furthermore, comparison between the measured
and theoretical velocity profiles indicates that the applied
refractive index matching strategy successfully minimised
optical distortions of the ROI.
By assuming the flow to be axisymmetric, the experi-
mental axial velocity profiles were integrated across the
cross section of the tube to calculate the instantaneous vol-
umetric flow rates. Figure 13 shows the comparison between
these values and those determined from time-averaged
measurements using the digital balance. As can be observed,
the difference between the two is always \5 % across the
range of flow rates studied. This difference is probably due to
uncertainties in accurately measuring the tube diameter, or
the longer time averages used in determining the flow rates
from the balance. The high accuracy and sensitivity obtained
by using lPSV suggests it can be used to non-intrusively
measure even very low instantaneous flow rates in the mul-
tiple feed lines of microfluidic devices, thus reducing costs
and problems with the limited space available for installing
instrumentation.
4 Conclusions
A lPSV system has been developed with the aim of maxi-
mising the particle image contrast to span the entire dynamic
range of the imaging array whilst using the minimum inci-
dent illumination intensity on the test section. This was
achieved by combining and optimising the most efficient
elements of previous forward scatter lPIV systems.
Namely, we minimised light losses along the optical train of
the illumination system through the use of the condenser
stage of a minimally modified transmitted light microscope,
thus reducing the power of the light source necessary to
provide a given incident illumination intensity on the test
section. This allowed a relatively cheaper and safer contin-
uous LED light source to be used for the same flow appli-
cation and particle observation mode. Then, by
implementing an in-line back-lit forward scatter ‘particle
shadow’ observation mode at the test section, the particle
image contrast for a given incident illumination intensity was
maximised. As well as increasing the SNR of the particle
shadow images, this contrast optimisation allows several
practical options, including (1) the use of a lower power light
source for the same camera thus reducing undesirable test
section heating effects or (2) the use of a less sensitive
camera for the same light source. Furthermore, since dif-
fraction artifacts and specular reflections from surfaces were
eliminated by using an incoherent LED light source, and
optical distortions of the ROI and total internal reflections
were reduced with the refractive index matching strategy, the
location of the test section walls and thus the local velocity
fields could be accurately obtained from the recorded ima-
ges. It should be noted that the optimal choice of tracer
particle diameter depends sensitively on the system magni-
fication and camera imagining array pixel size, and thus must
be determined for each application.
Finally, lPSV provides a relatively simpler, cheaper
and safer way for researchers from multi-disciplinary
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backgrounds to assess the instantaneous flow fields occur-
ring in their microfluidic devices when optical access
through transparent test sections is not an issue. However,
it should be noted that for cases where optical access is
only available from one side, front-lit epifluorescent lPIV,
back scatter lPIV, or the mixed front-lit forward scatter
technique developed by Hagsa¨ter et al. (2008) may be the
only available particle imaging solutions. In particu-
lar, lPSV is well suited for biomedical lab-on-a-chip
applications for a number of reasons. Firstly, the optical
elements necessary for lPSV, namely a condenser and an
LED light source, are now standard components of com-
mercial transmitted light microscopes. Secondly, the con-
tamination of biological samples with fluorescent tracer
particles is no longer necessary, since light scattered by
structures already suspended in the fluid, such as blood
cells, can be recorded and tracked (Bitsch et al. 2005).
Furthermore, due to its efficient use of the incident light
and the ability to regulate the test section temperature using
the refractive index correcting water pool, lPSV reduces
damage to sensitive samples as a result of photo bleaching
and heating.
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